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Scanning probe microscopy provides a unique window into the morphology, mechanics, and
structure of proteins and their complexes on the nanoscale. Such measurements require,
however, deposition of samples onto substrates. This process can affect conformations and
assembly states of the molecular species under investigation and can bias the molecular
populations observed in heterogeneous samples through differential adsorption. Here, we
show that these limitations can be overcome with a single-step microﬂuidic spray deposition
platform. This method transfers biological solutions to substrates as microdroplets with
subpicoliter volume, drying in milliseconds, a timescale that is shorter than typical diffusion
times of proteins on liquid–solid interfaces, thus avoiding surface mass transport and change
to the assembly state. Finally, the single-step deposition ensures the attachment of the full
molecular content of the sample to the substrate, allowing quantitative measurements of
different molecular populations within heterogeneous systems, including protein aggregates.
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Atomic force microscopy (AFM) has emerged in the lastdecades as a powerful and versatile single-molecule ana-lysis technique in biology, because it offers the opportu-
nity of acquiring 3D morphological maps of specimens with
subnanometer resolution, in both air and in liquid environment,
helping to prevent denaturation1–4, unlike conventional scanning
electron microscopy, which needs to be performed under con-
dition of high-vacuum. Moreover, general AFM approaches have
been extended to allow not only imaging of biomolecular sam-
ples, but also probing their mechanical properties, as well as the
acquisition of optical spectra, offering unparalleled insights into
the physical and structural properties of biological systems on the
nanometer scale. This capability has been widely used in the ﬁelds
of nucleic acid, protein and polymer science2,4,5. As a single-
molecule technique, AFM is particularly valuable for investiga-
tions of heterogeneous biological systems, and it has in particular
been successfully applied to unravel key aspects of the processes
of protein aggregation and amyloid formation. Such processes are
intimately related to the onset and progression of more than 50
human pathologies, including neurodegenerative disorders such
as Parkinson’s and Alzheimer’s diseases6,7.
During the initial stages of amyloid formation, monomeric
proteins misfold and form oligomeric species, which ultimately
convert into mature ﬁbrillar aggregates. An AFM morphology
map provides extremely valuable information on the shape, size
and heterogeneity of a solution of amyloid protein aggregates on
the subnanometer length scale7. The technique offers the possi-
bility to characterize with high statistical signiﬁcance the dis-
tributions of the morphological properties of these aggregates,
such as their height, diameter, periodicity, and ﬂexibility. Such
information is, for example, used for comparing the aggregation
process of mutated forms of a protein, or to acquire information
regarding the structural organization of mature ﬁbrils8–12. The
possibility of analyzing morphological properties at different time
points provides information to clarify the mechanism of protein
misfolding, the pathways of aggregation and the hierarchical
polymorphic process of self-assembly7,13.
In a series of major advances, a range of AFM-based meth-
odologies have recently been developed to correlate the mor-
phology of protein aggregates with their fundamental biophysical
properties, such as their chemical and secondary and quaternary
structural organization14. These methods include quantitative
nanomechanical mapping and analysis, tip enhanced Raman
spectroscopy and infrared nanospectroscopy (AFM-IR)7,15–20. In
these information-rich approaches the high-throughput investi-
gation of heterogeneous protein solutions, however, commonly
requires the analysis of the biophysical properties of samples in
air environment3,21, indeed the application of these recently
introduced advanced AFM modes is technically highly challen-
ging and often not feasible in liquid environment19,22–24.
In recent years, despite such major advances in the develop-
ment of new AFM modes and their applications, the science of
sample preparation for AFM measurements has not changed
signiﬁcantly and limitations remain in the accuracy and repro-
ducibility of this key step in the analysis. Previous studies have
attempted to deposit biological samples by airbrush spraying, but
these approaches were not capable of eliminating self-
organization and artiﬁcial self-assembly of the molecules on the
surface during drying25,26. A possible solution to this problem
was proposed in the form of the use of artiﬁcial additives, such as
glycerol, which reduced molecules mobility on the surface and
reduced artiﬁcial self-organization;27 however, such additives
result in non-native conditions for biomolecular studies. Fur-
thermore, other studies have tried to deposit biological samples
by spin coating, but this method has also been demonstrated to
cause artiﬁcial self-assembly during drying as a function of the
spin speed28. As such, currently, the process of biological sample
deposition is still widely based on hands deposition and highly
dependent on the manual skills of the operator1,21,23,29,30. A
generic sample preparation process conceptually consists of three
key steps: deposition of the sample onto a solid surface; buffer or
water rinsing to detach weakly attached molecules, for measure-
ments in liquid environment; and drying the sample for mea-
surements in air5,21,23,29. These steps together take an amount of
time between a few seconds and several minutes; such long time
scales may lead to several artifacts that can often frustrates
quantitative AFM studies. In particular, the accurate control of
the quantity of biomolecules in the sample deposited on a surface
is very challenging. In addition, during the time of physio-
adsorption, the biomolecules can orient, align and self-assemble
following the crystalline order of the surface31–34. Moreover,
routine AFM measurements and analysis are limited to the use of
only one substrate with a ﬁxed charge state. Finally, the rinsing
and/or the drying step do not guarantee that all the biomolecules
originally in solution become attached on the surface at the end of
the preparation; electrostatic repulsion and competitive binding
between different species, for example, can reduce the fraction of
adsorbed molecule on the surface21. These deposition artifacts are
a primary cause of misinterpretation of the content and bio-
physical properties of heterogeneous biological systems, including
in particular amyloidogenic proteins.
In the present work, we aim to address some of the key lim-
itations of previous methods and to solve the long-standing
problem of samples deposition on surface for microscopy and
single-molecule studies by developing a microﬂuidic deposition
approach. We demonstrate that a microﬂuidic 3D spray nozzle
can be used as a reproducible, artifact-free, high-throughput and
fully automated single-step method for depositing biological
samples on solid substrates for single-molecule investigation by
AFM in air. The device is able to spray onto the surface protein
droplets of subpicoliter volumes and drying in times as short as
fractions of milliseconds. Importantly, the timescale of droplet
drying is comparable or much shorter than the theoretically and
experimentally predicted time of the lateral diffusion of a
monomeric protein or aggregate on a liquid–solid interface34–37.
Thus, since proteins are unable to move freely, they cannot self-
organize and self-assembly on the surface. In order to demon-
strate the advantages of this method of sample preparation with
respect to conventional manual deposition, we have used as a
model system the deposition of a solution of monomeric and
aggregated proteins onto atomically ﬂat mica and highly ordered
pyrolytic graphite (HOPG) surfaces. In particular, we have
deposited α-synuclein, Aβ40 and Aβ42 peptides, whose aggre-
gation is related to Parkinson’s and Alzheimer’s diseases.
Results
Surface interactions can bias manual sample deposition. The
conventional manual deposition of samples on solid substrates for
AFM imaging involves several steps, which are highly user
dependent and require an operational time ranging from tens of
seconds to minutes (Supplementary Note 1 and Supplementary
Figure 1)21,30. In the case of preparation of a biological sample for
measurements in ambient environment, as shown in Fig. 1a and
Supplementary Figure 1, the process can be summarized in the
steps of: (1) deposition of a droplet of solution with microliter
scale volume on the substrate, (2) water rinsing, and (3) drying by
means of a gas ﬂux or an aspiration system23,29.
Commonly used surfaces are negatively charged mica,
positively charged glass or gold substrates, and HOPG hydro-
phobic substrates38–40. Surface functionalization by means of a
silane or divalent ions can be also exploited8,17. The manual
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preparation, because of the required long deposition and
preparation times, can cause the self-assembly and reorganization
of the sample on the surface (Supplementary Figs. 1–6). As
example, in Fig. 1b, we show the self-organization of α-synuclein
monomers along the crystallographic directions of the surface of a
mica lattice. The self-assembly on the surface is clearly
undesirable in the contest of clarifying the molecular architecture
or the state of aggregation of biomolecules in the absence of
surfaces. In addition, as result of rinsing and drying steps, when
repulsive interactions exist between the substrate and the analyte,
not all the biomolecules in solution could attach on the chosen
substrate. In Fig. 1c, we show the manual deposition of a
heterogeneous aggregated solution of Aβ42 protein, composed by
oligomeric and protoﬁbrillar aggregates. After manual deposition,
only the oligomeric species are observable on the surface. Thus,
the effect of selective absorption masks the effective heterogeneity
of the deposited protein solution leading to a biased depiction of
the composition and state of aggregation of the sample. Finally,
the procedures of rinsing and drying together may result in a
weakly reproducible control of the number and concentration of
biomolecules deposited on the surface.
In order to standardize the preparation of AFM samples for
measurement under ambient conditions and to overcome the
limitations and artifacts of manual preparations, we have
developed and used a microﬂuidics based 3D spray nozzle,
which is represented in Fig. 1d. As demonstrated in the following
paragraphs, the microﬂuidic spray device relies on the generation
of subpicoliter droplets that evaporate: on a timescale comparable
or shorter than the typical diffusion time of protein at
liquid–solid interface, avoiding proteins self-organization and
assembly on the surface; and before another droplet falls on the
same area, thus preventing coalescence (Methods). As showed in
Fig. 1e, d, the capabilities of the microﬂuidic spray deposition
enable to avoid self-organization and differential adsorption as
artifacts of deposition on the solid surface.
Microﬂuidic spray device for AFM sample preparation. The
microﬂuidic spray devices (Fig. 1d) were fabricated using soft-
lithography techniques. The devices are composed of two com-
plementary PDMS chips, which were produced using standard
soft-lithography by replicating masters fabricated using a two-
mask process based on fast wafer-scale light emitting diode
(LED)-lithography patterning (Fig. 2a). The two PDMS chips are
then activated with O2 plasma and put in contact with each other,
with a drop of methanol in between them. The methanol drops
were used to give a sufﬁcient length of time before the bonding
takes place to position the features precisely such that the two gas
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Fig. 1 Manual vs. single-step deposition by microﬂuidic spray device. AFM sample preparation by (a) conventional manual deposition. This method may
cause the (b) self-organization of monomeric α-synuclein along the crystallographic lattice of the mica substrate (scale bar 100 nm). c Furthermore,
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transporting channels are aligned (Fig. 2a)41–43. The solution
carrying channels are 25 µm thick and 20 µm wide, while the ﬁnal
gas channels are 50 µm thick and 100 µm wide. The channels
were connected through tubes to a syringe pump and a regulated
pressurized N2 cylinder, respectively. The pneumatic spray ato-
mization process relies on ﬂow focusing of a narrow liquid stream
ﬂanked by pressurized gas to generate droplets as a result of
Rayleigh–Taylor instabilities44–46. This mechanism of hydro-
dynamic focusing is known to induce low-viscous shear stresses
in the liquid44. Thus, the method is well suited for the deposition
of a range of fragile molecular species, including biomolecules
and other complexes. The deposition of the samples was realized
by placing the microﬂuidic spray device perpendicularly to the
surface of deposition, at a ﬁxed distance (2.5–5 cm) and spraying
at a constant ﬂow rate (100–300 μl h−1). The deposition time for
the microﬂuidic spray device corresponded to the time of
spraying on the substrate, which was precisely controlled by using
a shutter mounted on a stepper motor controlled by an Arduino
Uno to stop the spray. The volume of the solution sprayed on the
surface ranged approximately between 0.02 and 1 μl for a time of
deposition between 1 and 60 s.
First, a model solution of ﬂuorescein protein in water was used as
system to estimate the time of drying of the amyloidogenic proteins
during the time of ﬂight and after landing on the substrates
(Methods). This model system was used to visualize by an ultrafast
camera the landing of the droplets, visualize their imprints (Fig. 2c),
evaluate the regime of noncoalescence of the droplets and estimate
their volume from their area on the surface (Fig. 2d and Methods).
The deposition of the amyloidogenic protein samples was
realized at a distance in average of 4 cm, and spraying at a
constant ﬂow rate of 100 μL h−1 (Fig. 2b), which corresponded to
a regime of noncoalescence of the droplets (region I in Fig. 2c,
Methods). We exploited the theory of evaporation of a droplet
during the time of ﬂight in air and on a surface to estimate the
average time of drying. For a typical droplet of protein solution
generated by the microﬂuidic spray device, we estimated an
average time of drying on the surface of 2 ms, with an
interquartile range between 0.7 and 4.3 ms (Supplementary
Figure 2 and Supplementary Notes 1–2). An intrinsically
disordered protein, represented as polypeptide chain of approxi-
mately 10 nm diameter, or a larger amyloidogenic aggregate, have
a typical lateral diffusion constant on the solid–liquid interface of
0.1–0.3 μm2 s−1. In an interval of time of 0.7–4.3 ms, considering
the 2D diffusion as an upper bound on displacement on the
surface, the molecules could displace at maximum of a distance of
approximately 40 ± 20 nm (interquartile range, Supplementary
Figure 2 and Supplementary Note 3). The diffusion length is
calculated considering that the protein are in contact with the
surface for the full time of drying, thus it is an unfavorable case.
Indeed, once a droplet has landed on the surface, ﬁrst protein
need to diffuse towards the interface and only later the 2D
diffusion can occur (Supplementary Note 3). In conclusion, the
time of drying of the subpicolitre droplets is always comparable to
or smaller than the minimal reduced time of a diffusion step of a
protein, the deposited monomeric and aggregated proteins are
not able to move during the deposition for a signiﬁcant distance
and are rapidly ﬁxed onto the surface (Methods, Supplementary
Note 4 and Supplementary Figure 2)36,47–49.
Microﬂuidic spray deposition of monomeric protein solutions.
We sought to demonstrate that the spray device can advance the
preparation of AFM samples for measurement in air while
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avoiding the artifacts of sample organization and self-assembly on
the surface subsequent to deposition (Supplementary Figure 1a).
To probe the capabilities of our device, we compared manual and
microﬂuidic spray mediated sample preparation using as model
systems monomeric α-synuclein and Αβ42 on mica and HOPG,
respectively (Fig. 3). We chose to probe independently the
advantages of our device with two commonly used substrates and
proteins inherent in the context of aggregation related neurode-
generative disorders.
In Fig. 3a, we represent the manual deposition of α-synuclein
on mica (Supplementary Figures 1, 3, and 4). For long deposition
times and a highly concentrated solution (30 min and 30 μM),
which are normally required to strongly attach the molecules
before than rinsing and drying, the proteins are observed to self-
organize and self-assemble, forming ﬁbril-like aggregates, along
the positive sites of the cleavage of mica. Although reducing the
deposition time and concentration to 1 min and 5 μM reduced the
effect, self-organization was evidently taking place. Only by
performing the deposition at a sub-μM concentration (0.5 μM)
and rapidly (30 s), in a time that is close to the limit of capabilities
of a human operator and to the minimal one required to allow
physio-adsorption, it was possible to avoid the self-assembly of
the proteins, although, even in this case, interaction and co-
localization was clearly still evident. In Fig. 3b, we show examples
of the spray deposition of α-synuclein monomers using the
microﬂuidic device developed in this work. The protein solution
was sprayed at a constant speed of 100 μl h−1 at concentration of
0.2 μM and 2 μM. For relatively long deposition times (above 1
min for 2 μM), corresponding to high concentrations of protein
on the surface, the monomers formed a continuous layer on the
mica surface with no visible self-organization and self-assembly
on the surface. Decreasing the spraying time to 5 s, thus reducing
the amount of the deposited protein, we could observe individual
monomeric species and their concentration on the surface could
be controlled without any evidence of deposition artifacts.
Similarly, in Fig. 3c, examples of the manual deposition of the
Aβ42 peptide onto HOPG surface are illustrated. At high
concentration and long deposition times (2 μM for more than
1 min), the monomeric protein formed a continuous layer, self-
organizing on the surface showing several circular rings following
the hexagonal geometry of HOPG (Supplementary Figure 5).
Reducing the deposition time and concentration to 30 s and 0.5
μM, respectively, enabled visualization of individual monomeric
and early oligomeric species. However, during the deposition
time, the proteins were free to diffuse and self-organized along
the steps of HOPG, which acted as free ledge and kink sites31,50.
In contrast, in Fig. 3d, we show the spray deposition of a solution
of Aβ42 at a concentration of 2 μM and at a speed of 100 μL h−1.
For deposition times above 1 min, generating high protein
concentration on the surface, the molecules were partially
interacting. For short deposition times (e.g., 10 s) and thus at
low concentration, the molecules were uniformly spread over the
surface; indeed, there was no evidence for self-assembly and for
organization along the steps of the different HOPG planes.
The comparison of the two experimental methods, as
illustrated on the right side of Fig. 3, conﬁrms that during the
several seconds needed for manual deposition, the protein
molecules can diffuse and interact among themselves and with
the surface, therefore they self-organize and self-assemble (Fig. 3a,
c). Crucially, the preparation of the samples using the micro-
ﬂuidic spray technique enables a very rapid drying of the sample
droplets, thus avoiding diffusion over the surface and resulting in
signiﬁcantly reduction of self-organization and ordering on both
negative mica and hydrophobic HOPG surfaces. To prove
quantitatively that the molecules do not self-organize during
the deposition, we developed an ad hoc analysis of the images that
evaluates the artifacts of alignment and self-organization of
monomeric α-synuclein and Aβ42 proteins over the surface of
deposition by means of the order parameter O (Methods and
Supplementary Figure 7). A higher value of Ο is correlated to a
more ordered sample. In Fig. 3e, we present the results of the
application of this method of analysis of the images, showing the
degree of ordering corresponding to the AFM maps of α-
synuclein as a function of protein concentration on the surface
(Fig. 3a, b), and in Fig. 3f the degree of ordering of Aβ42 at low
concentrations on the surface (Fig. 3c, d).
In order to demonstrate that the drying process during the
microﬂuidic spray of the droplets is not affecting the assembly
state of the biomolecules in solution, inducing oligomeric or
ﬁbrillar aggregation, we sprayed a monomeric solution of α-
synuclein varying protein concentration in solution over more
than an order of magnitude (0.2 μM, 2 μM and 3 μM) (Fig. 4a–c).
A statistical analysis of the cross-sectional dimensions of the
deposited molecules showed the presence of a constant popula-
tion of species with cross-sectional height of approximately
0.2–0.6 nm, independently from the concentration of the sample,
as expected for a monomeric sample of α-synuclein (Fig. 4d and
Supplementary Figure 8)8,17,51. These results demonstrated that
the microﬂuidic spray deposition preserves molecular architec-
ture and does not induce oligomeric aggregation during drying of
the droplets, besides we could not observe any induced
aggregation of ﬁbrillar species on the surface.
Furthermore, in the AFM maps in Fig. 4a–c, it is possible to
observe an increased number of proteins on the surface as a
function of the increasing concentration. In order to quantify the
capability of the microﬂuidic spray device to tune accurately the
number of molecules deposited, we considered the average
nearest neighbor distance in the AFM maps as an indicator of the
surface occupancy (Fig. 4e). We observed that the distance
between the deposited molecules decreased as a function of the
concentration of the solution deposited. The measured inter-
molecular distance as a function of the concentration was in
excellent agreement with a theoretical modeling of the process of
deposition (Supplementary Note 4), thus demonstrating the
capability of the spray to tune accurately the number and
concentration of biomolecules on the surface and to avoid
artifacts related to surface overcrowding (Supplementary
Figure 1).
Microﬂuidic spray deposition avoids differential adsorption.
The study of heterogeneous biological samples by AFM is often
severely hampered by the forces regulating the adsorption of
proteins at liquid–solid interfaces. Indeed protein solutions, such
as for example those from amyloidogenic systems, commonly
contain several species possessing different charge states. During
manual preparation of AFM samples, the rinsing and drying of
the sample can prevent the adsorption on the surface of some of
the molecular species in solution, because of electrostatic repul-
sive forces. As result of such interactions, selective adsorption
results in only a partial representation of the actual sample
composition (Fig. 1b and Supplementary Figure 1). We demon-
strate below that the automated microﬂuidic spray deposition of
samples relies on a single deposition event, eliminating the rin-
sing and drying steps and retrieving the complete heterogeneity of
even complex protein samples.
In order to demonstrate the advantages of spray above manual
deposition, we studied Aβ40 in the amyloid aggregated state and
in conditions where aggregation was inhibited by the small
molecule protoporphyrin. In Fig. 5a, we show the aggregation
kinetics of Aβ40 monitored by means of the increase in
ﬂuorescence of the amyloid speciﬁc dye Thioﬂavin T (ThT)6.
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Under standard conditions (Methods) the protein shows a typical
nucleation growth curve with a sigmoidal shape of the curve,
while in the presence of protoporphyrin the aggregation process
is inhibited, as indicated by the lack of ThT signal. An
SDS–PAGE analysis further reveals that mature Aβ40 ﬁbrils,
which are usually collected in the pellet fraction after centrifuga-
tion, are no longer present when the aggregation is performed in
the presence of protoporphyrin (Supplementary Figure 9). In
Fig. 5b, we show results from the manual deposition of aliquots
from the sample at the two ﬁnal points of the aggregation process.
In the case of Aβ40 alone, we can observe several small ﬁbrils
with a typical length of 1 μm (Supplementary Figure 10). By
contrast, in the presence of the inhibitor, we can observe only
oligomeric species, a result that might be thought to reﬂect
reasonably the bulk measurements. However, as Fig. 5c reveals,
the images of samples from the same solution provided by the
microﬂuidic spray device show a striking misinterpretation of the
data. The sample of Aβ40 now shows long branched ﬁbrils with
lengths of the order of several micrometers, and the sample
aggregating in the presence of the inhibitor shows the
simultaneous presence in solution of both oligomeric and
protoﬁbrillar species, which were not detected by the manual
preparation. The protoﬁlaments showed a typical cross-sectional
length in the order of hundreds of nanometers (Fig. 5c bottom).
We veriﬁed the heterogeneity of the sample independently by
dynamic light scattering (DLS). This bulk technique showed the
presence of aggregated species with hydrodynamic radii of
50–500 nm (Supplementary Figure 9) in excellent agreement
with the AFM measurements obtained by microﬂuidic spray
deposition.
The rationalization of the improved capabilities of the
automated spray deposition technique, relative to the manual
equivalent, is shown schematically in Fig. 5d and quantiﬁed in
Fig. 5e, f, where the relative abundance of the oligomeric,
protoﬁbrillar and ﬁbrillar species is measured as the total volume
occupied for a given unit of surface area. The manual processes of
rinsing and drying of the surface remove all the molecules not
interacting strongly with the surface (Fig. 5d). In both cases of
normal and inhibited aggregation, the measurement of the
volume of the aggregated species on the surface reveals that the
manual preparation reduces the total number of aggregates
physio-adsorbed on the surface, when compared to microﬂuidic
preparation (Fig. 5e, f). In addition, the manual deposition does
not allow the presence of the protoﬁbrillar population to be
revealed in the case of inhibited aggregation by protoporphyrin.
Furthermore, we aimed at comparing the microﬂuidic spray
deposition with spin coating deposition. We performed the
deposition of ﬁbrillar species by spin coating at two different
speeds, 1000 and 3000 rpm (Supplementary Figure 11). In
agreement with previous studies attempting spin coating deposi-
tion of protein samples, we observed the artiﬁcial formation of
regular globular structures with 1–4 nm diameter on the surface,
which decrease in abundancy and size with increasing spin
speed28. Indeed, spin coating requires the deposition of an excess
of solution to coat a surface for at least several seconds, thus still
allowing diffusion on the surface and self-assembly that depend
on the spin speed and the duration of the process. Critically, the
artiﬁcial globular aggregates also form on the ﬁbrillar species
preventing the possibility to characterize their morphology.
When compared to microﬂuidic spray deposition, where droplets
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drying in milliseconds without excess solution (Supplementary
Note 6 and Supplementary Figure 12), the presence of artiﬁcially
self-assembled globular aggregates, which vary morphology and
abundancy as a function of the spin speed, excludes the possibility
for samples prepared by spin coating to evaluate the state of
aggregation, heterogeneity and the morphology of the protein
species in solution. Furthermore, solution loss during the
spinning does not allow characterizing the sample heterogeneity
and quantiﬁcation of the amount of sample deposited. By
contrast, the microﬂuidic spray deposition technique is capable of
depositing the full content of the solution, avoiding any artiﬁcial
self-assembly and self-organization on the protein on surface,
resulting in all molecular species being deposited.
Finally, the characteristics of the microﬂuidic spray deposition
of preserving molecular architecture and heterogeneity, coupled
with the possibility of controlling accurately the volume and
number of deposited proteins on the surface, offers the possibility
to tune reproducibly their concentration on the surface, which is
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also of paramount importance to minimize the use of costly
protein, such as samples extracted from human patients.
Discussion
Preparation of biological and protein samples for AFM investi-
gations under ambient conditions is of fundamental importance
for the robust, artifact-free and high-throughput measurements of
their morphological and intrinsic biophysical properties, such as
internal structural organization and nanomechanical properties.
The importance of reliable sample preparation methods is further
highlighted by recently introduced innovative AFM-based
methods that bring together optical or mechanical spectroscopy
with scanning probe measurements and often require operation
in air7.
In this work, we have demonstrated that a microﬂuidic spray
device can be used for the automatic, reproducible and single-step
deposition of biological samples for AFM measurements in air.
The device, denoted microﬂuidic spray device, relies on ﬂow
focusing and Rayleigh–Taylor instabilities to produce with low
shear forces droplets of subpicolitre volume, which can be
sprayed onto a surface at constant speed by means of a pres-
surized control system. The droplets dry directly on the surface in
times as small as submilliseconds. The time of drying is faster
than the time before another droplet falls on the same area, thus
preventing droplets coalescence and than the diffusion mobility
times of monomeric and aggregated proteins on a liquid–solid
interface36,37,48. This fast drying time, on average a million times
faster than the time needed in previous manual deposition
methods, including airbrush spray and spin coating
deposition25,28, reduces dramatically the self-organization and
avoids artiﬁcial self-assembly of the sample on the surface. In
addition, the direct drying of protein samples on the surface
enables the investigation of heterogeneous systems free of arti-
facts, and eliminating the problem of surface-sample selective
adsorption. Finally, when compared to previous hand-operated
methods of sample preparation, the capabilities of the micro-
ﬂuidic spray device enable accurate control of the amount of
protein deposited onto a surface, which can be as little as 0.01 μl,
minimizing the usage of costly and valuable proteins, and the full
deposition of the content of a solution.
This method paves the way for automated, artifact-free and
high-throughput preparation of samples, not only for AFM
measurements, but in general for scanning probe microscopy and
imaging techniques and thus generates the possibility of acquiring
fully single-molecule quantitative data on heterogeneous mole-
cular samples. Moreover, in addition to applications for atomic
force microscopy studies, our results provide the basis for
establishing a reproducible and quantitative single- step deposi-
tion method for conventional electron microscopy studies, which
are carried out in vacuum and thus by their very nature rely on
sample deposition and drying processes.
Methods
AFM measurements. Atomic force microscopy was performed on bare mica and
HOPG substrates. AFM maps were acquired by means of a Multimode VIII
(Bruker), a NX10 (Park systems) and a nanowizard2 (JPK) system operating in
tapping mode and equipped with a silicon tip (μmasch, 2 Nm−1) with a nominal
radius of 10 nm. Image ﬂattening and single aggregate statistical analysis, such as
nearest neighbor and cross-sectional dimension analysis, were performed by SPIP
(Image Metrology) software.
Device preparation and materials. The Polydimethylsiloxane (PDMS) molds are
produced in two steps using SU-8 photolithography using UV LED. The two
PDMS chips are then activated with O2 plasma and put in contact with each other,
with a drop of methanol in between. (Diener etcher, Femto, 40% power, 30 s). The
methanol is used to give enough time before the bonding takes place to position the
features precisely such that the two gas transporting channels are aligned.
Preparation of monomeric Aβ42 and α-synuclein solutions. Solutions of Aβ42
were prepared by dissolving the lyophilized protein in 6 M GuHCl. Monomeric
forms were puriﬁed from the presence of potential oligomeric species and salts
using a Superdex 75 10/300 GL column (GE Healthcare) at a ﬂow rate of 0.5 mL
min−1, and were eluted in 20 mM sodium phosphate buffer, pH 8 supplemented
with 200 μM EDTA and 0.02% NaN3. The center of the peak was collected and the
Aβ42 concentration was determined from the absorbance of the integrated peak
area using ε280 v= 1490 l mol−1 cm−1. Recombinant α-synuclein was synthetized
in E. coli and then puriﬁed by previously accepted protocols52. The monomeric
protein samples were ﬁltered (>95%) in a solution in a 50 mM TRIS-buffer, NaCl
150 mM and 7.5 pH and incubated at 37 °C to form preﬁbrillar and ﬁbrillar
aggregates.
Preparation aggregated Aβ40 samples. Chemicals, including protoporphyrin
IX, were obtained from Sigma-Aldrich and were of the highest purity available.
Recombinant Aβ40 peptide was expressed and puriﬁed as in the case of Aβ42, as
explained above53. Protoporphyrin IX was suspended in 100% DMSO at 5 mM,
then diluted in the Aβ40 solution to reach a ﬁnal DMSO concentration that did not
exceed 1%. The samples (10 μM Aβ40 in the absence and presence of 5 μM pro-
toporphyrin IX) were prepared in low-binding Eppendorf tubes on ice, using
careful pipetting to avoid the introduction of air bubbles. They were then pipetted
into multiple wells of a 96-well half-area, low-binding, clear bottom and poly-
ethylene glycol coating plate reader (Corning 3881), 80 μL per well. The samples
were also supplemented with 20 μM ThT from a 2mM stock solution to follow the
aggregation reaction to completion. The samples were then collected back into low-
binding Eppendorf tubes. For the sodium dodecyl sulfate–polyacrylamide gel
electrophoresis (SDS–PAGE) analysis, samples were centrifuged at 9400×g for 15
min at 25 °C. Pellets and supernatants were then separated, and the pellets were
resuspended in the same volume of buffer as that of the supernatant. These frac-
tions were then analyzed using SDS–PAGE.
Dynamic light scattering (DLS). DLS experiments were performed with a Zeta-
sizer Nano-S (Malvern) at 25 °C using preformed 10 μM Aβ40 ﬁbrils in 20 mM
phosphate buffer at pH 8 either in the absence or presence of 5 μM protoporphyrin
IX. All calculations were performed using the software provided by the
manufacturer.
Spraying regime and droplet evaporation time. A ﬂuorescein solution was used
as model system to gain insights into the characteristics of the spray nozzle and in
particular to measure the volume, time of drying of the droplets and to ﬁnd the
conditions to avoid coalescence.
The study of the imprints of individual droplets enabled the estimation of the
droplet volume and their distribution on the surface of a glass slide using an
epiﬂuorescence microscope. A high concentration of ﬂuorescein, at its limit of
solubility, was exploited to visualize the border of the area of the droplets on the
surface through the coffe-ering effect (Fig. 2c, d). In order to obtain images with
individual droplets only, the spray was applied for 200 ms. More than 20 images
were taken for different spraying conditions and the software ImageJ was used to
calculate the surface area left by individual droplets on the substrate. In the
spraying regime, deﬁned by pressures above 2 bar and the noncoalescence
condition (corresponding to area I in Fig. 2b), the mean size of the droplets
imprints does not vary signiﬁcantly with the ﬂow rate or the gas pressure and had a
typical surface between 50 and 250 μm2. The shape of the droplets on the substrate
depends on their equilibrium contact angle. For small droplets, the drop shape can
be taken as a portion of a sphere if the gravitational forces can be neglected. This is
the case if the Bond number, given by Bo=ρgL2γ−1, where g is the acceleration of
gravity, is sufﬁciently small (Bo⪡ 1), a condition fulﬁlled for the droplets generated
using the spray nozzle presented in this study. A contact angle of 15.3° (SD= 2.6°)
was measured for the model ﬂuorescein solution (1 µL droplets) on the glass
substrates used. In general, for droplets with a contact angle smaller than 90°, it is
expected that the contact line gets pinned during evaporation54. This situation was
veriﬁed experimentally using contact angle measurements. Therefore, the imprints
observed on the images represent the base of the droplets upon landing on the
substrate, making it possible to calculate the volume of each droplet using the
equilibrium contact angle. Starting from the measurement of the surface area of the
imprints (Fig. 2d), in the case of ﬂuorescein sprayed 2 cm away from the surface,
we could estimate that the volume of the droplets on the surface had a median
value of 100 fL and an interquartile range between 40 and 210 fL, with a volume of
1 fL for the smallest droplets observed. For ﬂuorescein droplets with a volume of
approximately 100 fL and sprayed from a distance of approximately 2 cm, we
measured by high-speed camera videos an average value of the time for complete
drying on the surface of about 5 ms, in agreement with previous studies for droplets
of modest height to radius ratio55. On the base of previous results on the time of
drying of sessile droplets on a surface, we can generally assume that the time of
drying of the ﬂuorescein droplets is similar to the one of the sprayed amyloidogenic
monomeric and aggregated proteins in Figs. 3 and 455.
In particular, in the case of the amyloidogenic proteins, in order to further
reduce the concentration of the droplets on the surface for single-molecule studies,
were sprayed from a longer distance, of approximately 4 cm, which was in average
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2 cm longer than in the case of ﬂuorescein for measuring the drying time. To
correctly evaluate a relationship between the radius of a droplet and its evaporation
time on the surface, we had to consider both the evaporation during the time of
travel toward the surface and the evaporation of the sessile droplet on the surface
(Supplementary Figure 2). Indeed, because of the longer distance from the surface,
the droplets of protein solution landed on the surface have smaller volume and
quicker evaporation time than ﬂuorescin droplets. In our conditions, the classical
Maxwell’s theory of evaporation of a droplet in air establishes that the evaporation
rate of droplets during the time of ﬂight is in the order of 1 × 10−3ms−1, which is
circa 10 fL ms−156. Furthermore, by means of a high-speed camera, we could
measure an approximate velocity of our droplets in the order of 10–30 m s−1. The
time of travel and the time of evaporation on surface have similar order of
magnitude and need to be taken in account to evaluate the ﬁnal dimensions and
time of drying of the droplet on the surface (Supplementary Note 1–2). We
concluded that the ﬁnal volume of droplets of amyloidogenic proteins on the
surface had a median volume of 25 fL, with interquartile range between 5 and 80 fL,
and drying in a time ranging between 0.7 and 4.6 ms (Supplementary Note 1–2 and
Supplementary Figure 2)55. Temperature and humidity are important factors
affecting the droplet evaporation rate. We have showed that a 2 °C and a 10%
relative humidity variation (under standard air-conditioned laboratory conditions)
can cause a change in the droplet drying time on the surface under 1 ms. This time
variation is not signiﬁcant because we have a poly-disperse droplet distribution
with a range of drying times larger than the variation introduced by temperature
and humidity, which thus do not play an important role in deﬁning the time of
drying during the sample deposition on surface in our conditions (Supplementary
Note 2).
Finally, we demonstrated the regime of noncoalescence of the droplets
(Supplementary Note 5). If the spray is close to the substrate and the ﬂow rate too
high, the deposited droplets do not have time to evaporate before incoming
droplets reach the same area. In this case, the droplets coalesce to form continuous
liquid streams. By increasing the distance between the nozzle and the substrate, it is
possible to apply high ﬂow rates without observing the adverse effect of
coalescence. The reason no coalescence is observed in this case is due to the fact
that the density of droplets landing on the surface decreases with the distance of the
nozzle, thus minimizing the coalescence probability. The typical spraying cone was
of 18° (SD= 2.4°) was measured for an applied pressure of 2.5 bars and a ﬂow rate
of 300 µl h−1, and did not change signiﬁcantly under other conditions. Figure 2b
shows a diagram representing the ﬂow rate and distance conditions to avoid
coalescence (area I). In the case of ﬂuorescein, for droplets below 250 fL
(representing an unfavorable case) and drying time in about 10–15 ms, considering
a ﬂow rate of 300 µl h−1, we had approximately 7000 droplets that cover less than
0.3% of the total surface reached by the spray. Therefore, the probability of
coalescence is literally null, as conﬁrmed by our observations and in agreement
with theoretical calculations (Supplementary Note 5).
Measure of degree of assembly and ordering on the surface. In order to
characterize and evaluate quantitatively the possible degree of ordering and alignment
of the proteins on the surface, because of mass transport phenomena during drying,
we developed an ad hoc customized quantitative image analysis of the AFM 3D
morphology maps in Fig. 3. The goal is to detect molecules (maxima in the Z-
direction) that are organized along a line. First, the maxima are localized in the image
by ImageJ software. Then, an angle distribution is extracted from these positions.
Finally, the ordering is estimated by comparing the angle distribution of the image
with the angle distribution of a set of positions distributed randomly on a surface.
The molecules are localized in the AFM maps using the Maxima Finder
algorithm of the ImageJ software (Supplementary Figure 7)57,58. The images are
ﬁltered with a median ﬁlter to reduce noise before to localize the maxima. The
software uses a maximum ﬁlter to ﬁnd the local maxima and a watershed algorithm
to control if another maxima could be reached within a given noise tolerance. A
threshold on the pixel value is used to avoid getting false positives. The maxima
and the positions satisfying these conditions are saved in a.csv ﬁle. An angle
distribution is computed from the pairs of nearest neighbors, which are found by
using a KDTree algorithm59. For each maxima position xi
!, the nearest neighbor
xi;1
! is found and then the vector pi!¼ xi! xi;1! is computed. If the pair was
already found with xi;1
! as a center, it is not double counted. If pi!  is larger than
the distance of xi
!, to one border of the image, the pair is discarded to avoid border
effects on ordering. The angle corresponding to each pair, which is the angle
between pi
! and the x^ axis, is:
θi ¼ arctan
pi;y
pi;x
 !
and it has a value ranging between [−π/2;π/2]. Then, all the angles θi are
organized in a histogram, which we called the angle distribution (Supplementary
Figure 7). The number of bins is limited by the total number of maxima in an
image. Indeed, some images have as few as 100 visible maxima. In order for each bin
to have at least several tenths of counts, the analysis is performed with Nbin= 8 bins.
Each bin is centered on (nπ/8), which is a multiple of π=8 with n between −4 and
+4. Two of the bins, centered at −π/2 and π/2, being only half ﬁlled, are combined.
Indeed, only the orientation, and not the direction, is relevant. The bins are,
therefore, aligned with the principal directions of the pixel grid, which minimizes
the artifact caused by the discrete nature of the pixels positions in the AFM map.
If the points are randomly distributed, the angle distribution histogram is
expected to be ﬂat as all the angles are equally probable. By contrast, if there is
ordering in the image, some angles between nearest neighbors would be more
probable and some of the bins in the angle distribution will be over-ﬁlled, while
some others will be under-ﬁlled. Thus, the presence of ordering in the image would
cause a deviation of the angle distribution from the ﬂat behavior of the angle
distribution of a set of points randomly distributed on the surface.
A statistical analysis is carried out on the histogram of the angle distribution of the
molecules in each image to separate a random variation from a deviation because of
ordering and alignment on the surface. The mean and variance associated with each
bin of the histogram are given by the binomial distribution: μbin=Np and
σ2bin ¼ Np 1 pð Þ, respectively. N is the total number of maxima and p ¼ 1=8 is the
probability for an angle to be in each bin. For a histogram with a count Ci in each bin,
the total sample variance σ2Sample of the angle distribution is estimated as:
σ2Sample ¼
1
Nbin
XNbin
i
Ci  μbin
 2
If the molecules are ordered on the surface, σ2Sample might be signiﬁcantly larger
than the variance of the angle distribution expected from the distribution of the
same number of angles σ2bin, between pairs of molecules randomly distributed on a
surface. This excess of variance is used as a parameter to quantify the degree of
ordering. Since the ordering is a signal and not a noise, the variance will scale with
μ2bin and needs to be normalized. Therefore, we deﬁne the ordering parameter O
(Supplementary Figure 7) as the normalized difference of the sample variance of
the angle distribution of a real image, σ2Sample, against the value of the variance of
the angle distribution expected from a random distribution σ2bin:
O  σ
2
Sample  σ2bin
μ2bin
The variance of the angle distribution of a sample can be smaller than the
theoretical variance as only a ﬁnite number of points are considered. Therefore, if
the sample has a very small degree of ordering (Fig. 3), the ordering parameter can
be negative. Any negative values from this algorithm are expected to be within the
standard deviation of the ordering parameter.
Using the central limit theorem, we can estimate the variance of the variance of
the angle distribution of the sample:
Var½σ2Sample ¼
2σ4bin
Nbin
Therefore, the standard deviation of the ordering parameter O is:
σO ¼
σ2bin
μ2bin
ﬃﬃﬃﬃﬃﬃﬃﬃ
2
Nbin
s
For images with a low number of maxima, such as samples in Fig. 4, the
standard deviation is large and several results from different images are combined
using inverse-variance weighting. For a set of data fOig and associated variance
fσ2Oig, the the inverse-variance weighted average is:
O^ ¼
X
i
Oi
σ2Oi
=
X
i
1
σ2Oi
σ^2O ¼ 1=
X
i
1
σ2Oi
Finally, a related but distinct question is to know how conﬁdent we are that an
image, where an excess of variance in the angle distribution is observed, is indeed
not randomly distributed. To test this null hypothesis, the normal distribution
cumulative distribution function is used to get a p value (Supplementary Figure 7).
The random variable Xi:
Xi ¼
Ci  μbin
σbin
Is used to get the variance of the sample:
σ2x ¼
1
Nbin
XNbin
i
ðXiÞ2
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which gives the following p value for the null hypothesis:
p value ¼ 1 1
2
1þ erf σxﬃﬃ
2
p
 	 

A p value of 0:01 means that the probability that the angles are randomly
distributed is smaller than 1%.
Code availability. The code for evaluating ordering of the images is available from
the corresponding author.
Data availability
The authors declare that the data supporting the ﬁndings of this study are available
within the paper and its supplementary information ﬁles. The code for evaluating
ordering of the images is available from the corresponding author.
Received: 21 November 2017 Accepted: 31 July 2018
References
1. Sokolov, D. V. Atomic force microscopy for protein nanotechnology. Methods
Mol. Biol. 996, 323–367 (2013).
2. Alonso-Sarduy, L., Longo, G., Dietler, G. & Kasas, S. Time-lapse AFM imaging
of DNA conformational changes induced by daunorubicin. Nano Lett. 13,
5679–5684 (2013).
3. Dufrene, Y. F. et al. Imaging modes of atomic force microscopy for application
in molecular and cell biology. Nat. Nano 12, 295–307 (2017).
4. Alsteens, D. et al. Atomic force microscopy-based characterization and design
of biointerfaces. Nat. Rev. Mater. 2, 17008 (2017).
5. Dufrene, Y. F. Atomic force microscopy and chemical force microscopy of
microbial cells. Nat. Protoc. 3, 1132–1138 (2008).
6. Knowles, T. P. J., Vendruscolo, M. & Dobson, C. M. The amyloid state and its
association with protein misfolding diseases. Nat. Rev. Mol. Cell Biol. 15,
384–396 (2014).
7. Ruggeri, F. S., Habchi, J., Cerreta, A. & Dietler, G. AFM-based single-molecule
techniques: unraveling the amyloid pathogenic species. Curr. Pharm. Des. 22,
3950–3970 (2016).
8. Khalaf, O. et al. The H50Q mutation enhances alpha-synuclein aggregation,
secretion, and toxicity. J. Biol. Chem. 289, 21856–21876 (2014).
9. Adamcik, J. & Mezzenga, R. Study of amyloid ﬁbrils via atomic force
microscopy. Curr. Opin. Colloid Interface Sci. 17, 369–376 (2012).
10. Habchi, J. et al. Cholesterol catalyses Aβ42 aggregation through a
heterogeneous nucleation pathway in the presence of lipid membranes. Nat.
Chem. 10, 673–683 (2018).
11. Chiki, A. et al. Mutant Exon1 huntingtin aggregation is regulated by T3
phosphorylation-induced structural changes and crosstalk between T3
phosphorylation and acetylation at K6. Angew. Chem. 129, 5286–5291 (2017).
12. Ruggeri, F. S. et al. Amyloid single-cell cytotoxicity assays by nanomotion
detection. Cell Death Dis. 3, 17053 (2017).
13. Ruggeri, F. S. et al. Identiﬁcation and nanomechanical characterization of the
fundamental single-strand protoﬁlaments of amyloid α-synuclein ﬁbrils. Proc.
Natl Acad. Sci.. https://doi.org/10.1073/pnas.1721220115, (2018).
14. Ruggeri, F. S. et al. Nanoscale studies link amyloid maturity with
polyglutamine diseases onset. Sci. Rep. 6, 31155 (2016).
15. Ruggeri, F. S. et al. Infrared nanospectroscopy characterization of oligomeric
and ﬁbrillar aggregates during amyloid formation. Nat. Commun. 6, 7831
(2015).
16. Ruggeri, F. S. et al. Concentration-dependent and surface-assisted self-
assembly properties of a bioactive estrogen receptor alpha-derived peptide. J.
Pept. Sci. 21, 95–104 (2015).
17. Ruggeri, F. S. et al. Inﬂuence of the β-sheet content on the mechanical
properties of aggregates during amyloid ﬁbrillization. Angew. Chem. 127,
2492–2496 (2015).
18. Kurouski, D., Deckert-Gaudig, T., Deckert, V., Lednev & Igor, K. Surface
characterization of insulin protoﬁlaments and ﬁbril polymorphs using tip-
enhanced raman spectroscopy (TERS). Biophys. J. 106, 263–271 (2014).
19. Dazzi, A. & Prater, C. B. AFM-IR: technology and applications in nanoscale
infrared spectroscopy and chemical imaging. Chem. Rev. 117, 5146–5173 (2017).
20. Qamar, S. et al. FUS phase separation is modulated by a molecular chaperone
and methylation of arginine cation-π interactions. Cell 173, 720–734.e715 (2018).
21. Pfreundschuh, M., Martinez-Martin, D., Mulvihill, E., Wegmann, S. & Muller,
D. J. Multiparametric high-resolution imaging of native proteins by
force–distance curve-based AFM. Nat. Protoc. 9, 1113–1130 (2014).
22. Touzalin, T., Dauphin, A. L., Joiret, S., Lucas, I. T. & Maisonhaute, E. Tip-
enhanced Raman spectroscopy imaging of opaque samples in organic liquid.
Phys. Chem. Chem. Phys. 18, 15510–15513 (2016).
23. El Kirat, K., Burton, I., Dupres, V. & Dufrene, Y. F. Sample preparation
procedures for biological atomic force microscopy. J. Microsc. 218, 199–207
(2005).
24. Ramer, G., Ruggeri, F. S., Levin, A., Knowles, T. P. J. & Centrone, A.
Determination of polypeptide conformation with nanoscale resolution in
water. ACS Nano. https://doi.org/10.1021/acsnano.8b01425, (2018).
25. McIntire, T. M. & Brant, D. A. Imaging of individual biopolymers and
supramolecular assemblies using noncontact atomic force microscopy.
Biopolymers 42, 133–146 (1997).
26. Morris, V. J., Kirby, A. R. & Gunning, A. P. in Atomic Force Microscopy for
Biologists 76–180 (Imperial college press, 2012).
27. Tyler, J. M. & Branton, D. Rotary shadowing of extended molecules dried
from glycerol. J. Ultrastruct. Res. 71, 95–102 (1980).
28. Lin, Y. C., Repollet-Pedrosa, M. H., Ferrie, J. J., Petersson, E. J. & Fakhraai, Z.
Potential artifacts in sample preparation methods used for imaging amyloid
oligomers and protoﬁbrils due to surface-mediated ﬁbril formation. J. Phys.
Chem. B 121, 2534–2542 (2017).
29. de Pablo, P. J. & Carrion-Vazquez, M. Imaging biological samples with atomic
force microscopy. Cold Spring Harb. Protoc. 2014, 167–177 (2014).
30. Muller, D. J. & Engel, A. Atomic force microscopy and spectroscopy of native
membrane proteins. Nat. Protoc. 2, 2191–2197 (2007).
31. Losic, D., Martin, L. L., Aguilar, M. I. & Small, D. H. Beta-amyloid ﬁbril
formation is promoted by step edges of highly oriented pyrolytic graphite.
Biopolymers 84, 519–526 (2006).
32. Kowalewski, T. & Holtzman, D. M. In situ atomic force microscopy study of
Alzheimer’s β-amyloid peptide on different substrates: New insights into
mechanism of β-sheet formation. Proc. Natl Acad. Sci. 96, 3688–3693
(1999).
33. Svaldo-Lanero, T. et al. Aligning amyloid-like ﬁbrils on nanopatterned
graphite. BioNanoScience 2, 75–82 (2012).
34. Kastantin, M., Langdon, B. B. & Schwartz, D. K. A bottom-up approach to
understanding protein layer formation at solid–liquid interfaces. Adv. Colloid
Interface Sci. 0, 240–252 (2014).
35. Zhao, J. & Granick, S. Polymer lateral diffusion at the solid–liquid interface. J.
Am. Chem. Soc. 126, 6242–6243 (2004).
36. Tilton, R. D., Gast, A. P. & Robertson, C. R. Surface diffusion of interacting
proteins. Effect of concentration on the lateral mobility of adsorbed bovine
serum albumin. Biophys. J. 58, 1321–1326 (1990).
37. Ravichandran, S. & Talbot, J. Mobility of adsorbed proteins: a Brownian
dynamics study. Biophys. J. 78, 110–120 (2000).
38. Ostendorf, F. et al. How ﬂat is an air-cleaved mica surface? Nanotechnology
19, 305705 (2008).
39. Patel, A. N. et al. A new view of electrochemistry at highly oriented pyrolytic
graphite. J. Am. Chem. Soc. 134, 20117–20130 (2012).
40. Wagner, P., Hegner, M., Kernen, P., Zaugg, F. & Semenza, G. Covalent
immobilization of native biomolecules onto Au(111) via N-
hydroxysuccinimide ester functionalized self-assembled monolayers for
scanning probe microscopy. Biophys. J. 70, 2052–2066 (1996).
41. Challa, P. K., Kartanas, T., Charmet, J. & Knowles, T. P. Microﬂuidic devices
fabricated using fast wafer-scale LED-lithography patterning. Biomicroﬂuidics
11, 014113 (2017).
42. Jo, B. H., Lerberghe, L. M. V., Motsegood, K. M. & Beebe, D. J. Three-
dimensional micro-channel fabrication in polydimethylsiloxane (PDMS)
elastomer. J. Microelectrmech. Syst. 9, 76–81 (2000).
43. Kim, J. Y., Baek, J. Y., Lee, K. A. & Lee, S. H. Automatic aligning and bonding
system of PDMS layer for the fabrication of 3D microﬂuidic channels. Sens.
Actuators A Phys. 119, 593–598 (2005).
44. Gañán-Calvo, A. M. Generation of steady liquid microthreads and micron-
sized monodisperse sprays in gas streams. Phys. Rev. Lett. 80, 285–288 (1998).
45. Hede, P. D., Bach, P. & Jensen, A. D. Two-ﬂuid spray atomisation and
pneumatic nozzles for ﬂuid bed coating/agglomeration purposes: a review.
Chem. Eng. Sci. 63, 3821–3842 (2008).
46. Marmottant, P. & Villermaux, E. On spray formation. J. Fluid Mech. 498,
73–111 (2004).
47. Duffy, D. C., McDonald, J. C., Schueller, O. J. A. & Whitesides, G. M. Rapid
prototyping of microﬂuidic systems in poly(dimethylsiloxane). Anal. Chem.
70, 4974–4984 (1998).
48. Chan, V., Graves, D. J., Fortina, P. & McKenzie, S. E. Adsorption and surface
diffusion of DNA oligonucleotides at liquid/solid interfaces. Langmuir 13,
320–329 (1997).
49. Norde, W. Adsorption of proteins from solution at the solid–liquid interface.
Adv. Colloid Interface Sci. 25, 267–340 (1986).
50. De Yoreo, J. J. et al. Rethinking classical crystal growth models through
molecular scale insights: consequences of kink-limited kinetics. Cryst. Growth
Des. 9, 5135–5144 (2009).
NATURE COMMUNICATIONS | DOI: 10.1038/s41467-018-06345-4 ARTICLE
NATURE COMMUNICATIONS |  (2018) 9:3890 | DOI: 10.1038/s41467-018-06345-4 | www.nature.com/naturecommunications 11
51. Dedmon, M. M., Lindorff-Larsen, K., Christodoulou, J., Vendruscolo, M. &
Dobson, C. M. Mapping long-range interactions in α-synuclein using spin-
label NMR and ensemble molecular dynamics simulations. J. Am. Chem. Soc.
127, 476–477 (2005).
52. Flagmeier, P. et al. Mutations associated with familial Parkinson’s disease alter
the initiation and ampliﬁcation steps of alpha-synuclein aggregation. Proc.
Natl Acad. Sci. USA 113, 10328–10333 (2016).
53. Johnny Habchi, P. A., et al. An anti-cancer drug suppresses the primary
nucleation reaction and delays the production of the toxic Ab42 aggregates
linked with Alzheimer’s disease. Sci. Adv. 2, e1501244 (2016).
54. Sadek, C. et al. Drying of a single droplet to investigate process-structure-
function relationships: a review. Dairy Sci. Technol. 95, 771–794
(2015).
55. Larson, R. G. Transport and deposition patterns in drying sessile droplets.
AIChE J. 60, 1538–1571 (2014).
56. in Evaporation and Droplet Growth in Gaseous Media (ed N. A. Fuchs) 1–37
(Pergamon, 1959).
57. Rueden, C. T. et al. ImageJ2: ImageJ for the next generation of scientiﬁc image
data. BMC Bioinform. 18, 529 (2017).
58. Schindelin, J. et al. Fiji: an open-source platform for biological-image analysis.
Nat. Methods 9, 676–682 (2012).
59. Bentley, J. L. Multidimensional binary search trees used for associative searching.
Commun. ACM 18, 509–517 (1975).
Acknowledgments
We thank Swiss National Fondation for Science (SNF) for the ﬁnancial support (Grant
numbers P2ELP2_162116 and P300P2_171219), Darwin College and the research
leading to these results has received funding from the European Research Council under
the European Union’s Seventh Framework Program (FP7/2007-2013) through the ERC
grant PhysProt (Agreement n° 337969) and from the European Union’s Horizon 2020
research and innovation program under ETN grant 674979-NANOTRANS.
Author contributions
F.S.R. and T.P.J.K. conceived the project. F.S.R., J.C., T.K., S.C., and J.H performed the
experiments. F.S.R. and Q.P. analyzed the data. F.S.R., J.C., T.K., S.C., J.H., C.M.D., M.V.,
and T.P.J.K. wrote and commented the article.
Additional information
Supplementary Information accompanies this paper at https://doi.org/10.1038/s41467-
018-06345-4.
Competing interests: The authors declare no competing interests.
Reprints and permission information is available online at http://npg.nature.com/
reprintsandpermissions/
Publisher's note: Springer Nature remains neutral with regard to jurisdictional claims in
published maps and institutional afﬁliations.
Open Access This article is licensed under a Creative Commons
Attribution 4.0 International License, which permits use, sharing,
adaptation, distribution and reproduction in any medium or format, as long as you give
appropriate credit to the original author(s) and the source, provide a link to the Creative
Commons license, and indicate if changes were made. The images or other third party
material in this article are included in the article’s Creative Commons license, unless
indicated otherwise in a credit line to the material. If material is not included in the
article’s Creative Commons license and your intended use is not permitted by statutory
regulation or exceeds the permitted use, you will need to obtain permission directly from
the copyright holder. To view a copy of this license, visit http://creativecommons.org/
licenses/by/4.0/.
© The Author(s) 2018
ARTICLE NATURE COMMUNICATIONS | DOI: 10.1038/s41467-018-06345-4
12 NATURE COMMUNICATIONS |  (2018) 9:3890 | DOI: 10.1038/s41467-018-06345-4 | www.nature.com/naturecommunications
